
To: CN=Sujith Kumar/OU=ADA/O=USEPA/C=US@EPA[] 
Cc: CN=Steve Markham/OU=ADA/O=USEP A/C=US@EPA;CN=Shauna 
BennetUOU=ADA/O=USEPA/C=US@EPA;CN=Cindy Paul/OU=ADA/O=USEPA/C=US@EPA;CN=Rick 
Wilkin/OU=ADA/O=USEPA/C=US@EPA[]; N=Shauna 
BennetUOU=ADA/O=USEPA/C=US@EPA;CN=Cindy Paul/OU=ADA/O=USEPA/C=US@EPA;CN=Rick 
Wilkin/OU=ADA/O=USEPA/C=US@EPA[]; N=Cindy Paul/OU=ADA/O=USEPA/C=US@EPA;CN=Rick 
Wilkin/OU=ADA/O=USEPA/C=US@EPA[]; N=Rick Wilkin/OU=ADA/O=USEPA/C=US@EPA[] 
From: CN=Steve Vandegrift/OU=ADA/O=USEP A/C=US 
Sent: Mon 7/16/2012 10:16:26 PM 
Subject: Pavillion ADO Phase V, metals 

Suji-

Please see "a" in the Recommended Corrective Action below. This email serves as notice for instructing 
the laboratory to implement these QC checks. The CCCs are not a new requirement. It is not known if 
LCS samples are currently being done or not (this should done on both dissolved and total metals). 

Please provide feedback on implementation of these checks on Tuesday, 7/17/12. 

Steve 

1. Metals/major cations via ICP-OES. Not every element that is reported was included in a 
continuing calibration check (CCC) standard to bracket all samples. It is noted that the second source 
standard analyzed prior to the samples did contain all reported elements and was within the acceptance 
criteria, and when the CCC was analyzed it did meet the acceptance criteria. Therefore there are 
calibration checks that bracket the samples, but in several instances the beginning check is from the 
second source, not the CC check standards. These checks indicate the instrument was under control, but 
that the exact SOP requirements were not met with respect to continuing calibration checks. 

The matrix spike samples analyzed by ICP-OES for both the total and the filtered samples for sodium 
could not be evaluated due to the high sodium concentrations in the samples relative to the spike 
concentration. For matrix spike samples for filtered samples, one matrix spike for silicon and sulfur could 
not be evaluated due to the high silicon and sulfur concentrations in the samples relative to the spike 
concentration. The pre-digestion matrix spike for silver had low recovery, likely due to the lack of HCI 
acid in the digestion procedure. The post-digestion matrix spike recovery for silver was acceptable. 

Recommended Correction Action. (a) The laboratory needs to be instructed to ensure that the analytical 
runs include CCCs that bracket all samples with all elements that are reported. The laboratory should also 
be instructed to include an LCS that is spiked at the same spiking solution as the samples to allow for 
evaluations of recovery in instances where sample concentrations are high relative to the spiking 
concentration. (b) The following samples need to be flagged J2 due to incomplete CCC frequency for Al, 
Ag, B, Ba, K, Na, S, Si, and P. (c) Silver needs to be flagged with K2 due to low matrix spike recovery. 
The J2 flag would also apply due to the lack of matrix spike recovery data for Na data for all samples, 
which was already indicated to be flagged in "b". 

Steve Vandegrift, QA Manager 
Ground Water and Ecosystems Restoration Division 
NRMRL/ORD/USEPA 
P.O. Box 1198 
919 Kerr Research Dr. 
Ada, OK 74820 
(580)436-8684 (voice) 
(580)436-8528 (fax) 
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